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The reverse transcription (RT)-PCR protocols of two World Health Organization (WHO) severe acute 
respiratory syndrome (SARS) network laboratories (WHO SARS network laboratories at The University of 
Hong Kong [WHO-HKU] and at the Bernhard-Nocht Institute in Hamburg, Germany [WHO-Hamburg]) were 
evaluated for rapid diagnosis of a novel coronavirus (CoV) associated with SARS in Hong Kong. A total of 303 
clinical specimens were collected from 163 patients suspected to have SARS. The end point of both WHO-HKU 
and WHO-Hamburg RT-PCR assays was determined to be 0.1 50% tissue culture infective dose. Using 
seroconversion to CoV as the “gold standard” for SARS CoV diagnosis, WHO-HKU and WHO-Hamburg 
RT-PCR assays exhibited diagnostic sensitivities of 61 and 68% (nasopharyngeal aspirate specimens), 65 and 
72% (throat swab specimens), 50 and 54% (urine specimens), and 58 and 63% (stool specimens), respectively, 
with an overall specificity of 100%. For patients confirmed to have SARS CoV and from whom two or more 
respiratory specimens were collected, testing the second specimen increased the sensitivity from 64 and 71% 
to 75 and 79% for the WHO-HKU and WHO-Hamburg RT-PCR assays, respectively. Testing more than one 
respiratory specimen will maximize the sensitivity of PCR assays for SARS CoV. 


A global outbreak of a new emerging illness, severe acute 
respiratory syndrome (SARS), was associated with a novel 
coronavirus, SARS CoV (5, 8, 11). By the end of April 2003, 
more than 1,500 patients were diagnosed with SARS in Hong 
Kong. Transmission within hospitals was a major contributor 
to disease amplification. Rapid laboratory confirmation of 
SARS CoV infection was important for managing patient care 
and for preventing nosocomial transmission. While serological 
testing was reliable as a retrospective diagnostic method, diag¬ 
nosis of the infection in the early phase of the illness was 
important for patient care. The identification of the etiological 
agent and its partial gene sequence data made it possible to 
develop molecular diagnostic methods for SARS CoV (4, 9). 
The protocols were made available through the World Health 
Organization (WHO) website (http://www.who.int/csr/sars 
/primers/en). This study evaluates two of the first-generation 
reverse transcription (RT)-PCR assays that were used during 
this outbreak. 

MATERIALS AND METHODS 

Patients and specimen collection. Specimens were available for 163 patients 
who presented with clinically suspected SARS according to the WHO definition 
(13) and who were admitted to three acute regional hospitals in Hong Kong 
between 26 February and 17 April 2003. For each patient, paired acute- and 
convalescent-phase serum samples and at least one respiratory specimen were 
collected for study. A total of 303 specimens (124 nasopharyngeal aspirate 
specimens, 65 throat swab specimens, 95 urine specimens, and 19 stool speci¬ 
mens) were available for study. Respiratory specimens were collected between 
days 1 and 5 after admission, whereas urine and stool specimens were collected 
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between days 5 and 10. The acute-phase sera were collected in the first week of 
illness, and the convalescent-phase sera were collected >21 days after the onset 
of clinical symptoms. Nasopharyngeal aspirate specimens were assessed by rapid 
direct immunofluorescent antigen detection for influenza virus A and B, para¬ 
influenza virus types 1,2, and 3, respiratory syncytial virus (RSV), and adenovirus 
as described previously (2). Paired serum samples were assayed for increasing 
titer against CoV. Nasopharyngeal aspirate and stool specimens from patients 
suffering from unrelated diseases were collected as controls. 

Extraction of CoV RNA. Nasopharyngeal aspirate and throat swab specimens 
were suspended in viral transport medium. Urine specimens were transported in 
sterile containers. Stool specimens were mixed in viral transport medium (diluted 
1:10) and microcentrifuged at 10,000 X g for 1 min, and supernatant was col¬ 
lected. Viral RNA was extracted from 140-fxl samples using a Qiagen viral RNA 
mini kit (Qiagen, Hilden, Germany). The initial processing of specimens was 
performed under biohazard level 2 containment conditions. After lysis of the 
sample by the lysing buffer, the mixture was applied to a spin column as described 
by the manufacturer. The extracted RNA was eluted in a total volume of 50 pi 
of RNase-free water before RT-PCR amplification. 

RT-PCR amplification. The RT-PCR protocols of two WHO SARS network 
laboratories (Table 1) were evaluated in this study. The WHO SARS network 
laboratory at The University of Hong Kong (WHO-HKU) used a single RT step 
to synthesize cDNA, followed by subsequent PCR amplification with specific 
primers in another reaction tube (8). The WHO SARS network laboratory at the 
Bernhard-Nocht Institute in Hamburg, Germany (WHO-Hamburg) used a single 
RT-PCR step, followed by transfer of the initial PCR products to the nested PCR 
amplification mixture (4). Positive and negative controls were included in each 
run, and all precautions to prevent cross-contamination were observed. For 
nested PCR, RT-PCR amplicon tubes were spun (in pulses) before the tubes 
were opened using separate Eppendorf tube openers for transferring RT-PCR 
products to the nested PCR mix. Negative control was incorporated for every five 
nested PCRs to monitor cross-contamination. Amplified products were electro- 
phoresed through a 2% agarose gel in Tris-borate buffer. Target bands were 
visualized by staining with ethidium bromide. 

CoV immunoglobulin G serology. Smears of CoV-infected Vero cells were 
prepared, fixed in acetone for 10 min, and stored at — 80°C before use (8). Each 
batch of SARS CoV-infected cell smears with 60 to 70% infected cells was 
prepared and tested with a high-titer, positive-control serum sample from a 
confirmed SARS patient as a standard to assess sensitivity and batch-to-batch 
variations. Serial twofold dilutions starting with a 1:10 dilution of each patient 
serum sample were added to the smears and incubated for 30 min at 37°C. After 
two 5-min washes in phosphate-buffered saline, fluorescein isothiocyanate-con- 
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TABLE 2. Performance of RT-PCR assays for rapid detection of CoV associated with SARS 


No. of 


No. of specimens positive by RT-PCR assay 


Specimens (no.) 

specimens 

tested 

Seroconversion 0 

WHO-HKU 

WHO-Hamburg 

Both WHO-HKU and 
WHO-Hamburg 

Clinically suspected SARS 

Nasopharygneal aspirate specimens (124) 

72 

+ 

44 

49 

43 


52 

— 

0 

0 

0 

Throat swab specimens (65) 

54 

+ 

35 

39 

33 


11 

- 

0 

0 

0 

Urine specimens (95) 

78 

+ 

39 

42 

39 


17 

— 

0 

0 

0 

Stool specimens (19) 

19 

+ 

11 

12 

11 

Controls 

Nasopharygneal aspirate specimens 

22 b 

ND 

0 

0 

0 

Stool specimens 

21° 

ND 

0 

0 

0 


a A fourfold rise or more in antibody titer against CoV was considered seroconversion (+). ND, not done. 

b Samples positive for other viral pathogens included nine samples positive for influenza virus A, one sample positive for influenza virus B, six samples positive for 
adenovirus, and six samples positive for RSV by immunofluorescence (2). 
c No intestinal pathogens detected. 


jugated goat anti-human immunoglobulin G (INOVA Diagnostics, Inc., San 
Diego, Calif.) was added to the smears, and the smears were incubated for 30 
min at 37°C. Acute- and convalescent-phase serum samples from each patient 
were assayed for SARS CoV antibodies in the same experiment to minimize 
experimental variations. The titer was determined as the highest dilution of 
serum exhibiting fluorescence of the infected cells. A weakly positive patient 
serum sample was included as a control in each run. A sample was scored as a 
positive result if the fluorescent intensity was equal to or higher than that of the 
positive control. 

Determination of the end points of the RT-PCR assays. A 96-well microtiter 
plate containing 0.1 ml of confluent Vero cells was used to determine the 50% 
tissue culture infective dose (TCID 50 ) of SARS CoV under biohazard level 3 
containment conditions. Tenfold serial dilutions of a cell-adapted SARS CoV 
strain from 10 -1 to 10 -8 were prepared. One hundred microliters of each 
dilution was added to each well of four replicate wells and incubated at 37°C for 
2 to 3 days to observe cytopathic effect. TCID 50 s were determined by the Karber 
method (1). For the same serial dilutions of virus, 100-|il samples were subjected 
to RNA extraction, and the end points of the two RT-PCR assays were deter¬ 
mined. 

RESULTS 

Of 303 specimens from clinically suspected SARS cases (Ta¬ 
ble 2), 145 were positive by one or both PCR assays and more 
than 87% of PCR-positive samples were identified by both 
PCR assays. Common respiratory viral pathogens, including 
influenza virus A and B, parainfluenza virus types 1, 2, and 3, 
RSV, and adenovirus, were not detected in the 124 nasopha¬ 
ryngeal aspirate specimens. The end point for both WHO- 
HKU and WHO-Hamburg RT-PCR methods was determined 
to be 0.1 TCID 50 . The acute-phase serum samples from all 
patients were seronegative for SARS CoV. Eighty-six patients 
were confirmed to have SARS CoV infections on the basis of 
seroconversion. Using seroconversion as the gold standard for 
SARS diagnosis, the sensitivities of the WHO-HKU and 
WHO-Hamburg RT-PCR assays were found to be 61 and 68% 
(nasopharyngeal aspirate specimens), 65 and 72% (throat swab 
specimens), 50 and 54% (urine specimens), and 58 and 63% 
(stool specimens). A specificity of 100% was exhibited by both 
RT-PCR assays, as none of the seronegative patient samples 
and control samples gave a positive PCR result. Among the 
163 patients, two or more respiratory specimens (nasopharyn¬ 
geal aspirate or throat swab specimens) were available from 41 


patients. Of the 41 patients, 28 were subsequently confirmed to 
have SARS CoV on the basis of seroconversion. In these 28 
patients, the numbers of first specimens positive for WHO- 
HKU and WHO-Hamburg RT-PCR were 18 and 20, respec¬ 
tively, but testing a second specimen increased the overall 
sensitivity from 64 and 71% to 75 and 79%, respectively. 

DISCUSSION 

In Hong Kong, SARS is a serious respiratory illness that led 
to significant morbidity and mortality (3). The diagnosis de¬ 
pends mainly on the clinical findings of an atypical pneumonia 
not attributed to another cause and a history of exposure to a 
suspect or probable case of SARS or to the respiratory secre¬ 
tions and other bodily fluids of individuals with SARS. Defin¬ 
itive diagnosis of this novel CoV relies on classic tissue culture 
isolation, followed by electron microscopy studies to identify 
the virus on cell culture, which is technically very demanding. 
Serological testing for increasing titer against SARS-associated 
CoV was shown to be highly sensitive and specific (8) but was 
not suitable for rapid laboratory diagnosis. 

The rapid isolation and characterization of the novel CoV 
associated with SARS allowed for the timely development of 
diagnostic tests (6,10). RT-PCR protocols of two WHO SARS 
network laboratories were evaluated for rapid diagnosis of 
SARS-associated CoV in Hong Kong. The end point for the 
novel CoV by both RT-PCR assays was similar to the previous 
finding for human CoV (12), yet sufficient diagnostic sensitivity 
was not achieved, despite attaining a specificity of 100%. A 
recent study using real-time RT-PCR revealed that the viral 
load in nasopharyngeal aspirate specimens peaked in the sec¬ 
ond week of the illness (9). Results indicated a more sensitive 
RT-PCR assay is essential for rapid diagnosis of SARS CoV 
during the early stage of disease. Due to the nature of respi¬ 
ratory specimens with inconsistent pathogen loads at various 
sample times, testing of multiple specimens has been shown to 
increase the sensitivity of laboratory diagnosis for Mycobacte¬ 
rium tuberculosis (7). Testing a second respiratory specimen by 
RT-PCR increased the sensitivity of diagnosis for SARS CoV. 
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The examination of more than one respiratory specimen is 
necessary to maximize the sensitivity of RT-PCR assays for 
SARS CoV. As molecular characterization of this novel CoV is 
ongoing, targeting genomic segments of the virus for diagnostic 
application is still unclear. Amplification of a second genome 
region may further increase test specificity. In this study, the 
high specificity and concordance of both RT-PCR assays ver¬ 
ified that the amplified genomic segments for both protocols 
are suitable for diagnostic application. Incorporation of inter¬ 
nal probe hybridization will probably increase the sensitivity of 
the WHO-HKU RT-PCR assay. 

In this global outbreak of SARS, prompt communication 
and exchange of information among the WHO collaborating 
laboratories facilitate development of rapid diagnostic assays 
with shortened turnaround time. The availability of the proto¬ 
cols on the WHO website was helpful to diagnostic laborato¬ 
ries. The collaborative approach can be invaluable in our ef¬ 
forts to understand and control emerging pathogens in the 
future. 
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